[Method of controlling the diagnostic capabilities of roentgen equipment].
Some experimental results of applying statistical methods to detect details of internal structures examined at roentgenograms are presented. The method is most useful to control commercially available instruments during adjustments and clinical use as well as to evaluate operator's proficiency.